MISSOURE DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY

BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT REPOAT 15
I's ] .
Cemplete Ihis report at the Ima of the requiar monlhly preventive mainter:ance chack {notloe RE.CE-’ VE‘D
Complate this raporl whenaver the Inslrument Js gerviced or repalred and .vhenavar if fs placed| By Carol Day at $:21 am, Dec 16, 2013'

Retaln she originat and send a copy wilhin 15 days 1o the Breath Alcohel §'rogram, DHSS.

DATAMASTER SN NAME OF AGENHGY DATE CF INSPEGCTION
950003 Cuba PD 1211212013
LOCATION GF INSTRUMENT (STREET AND OITY) 1IME OF INSPECTION
2920 North Shamrock Road, Jaffersen City : 12:54

CHECKLIST; Place a mark in the box by each llem il found lo be satisfactory or if operating within eslablished Himils. (Write in cbserved values
where datermined,} Unmarked items must be corrected balore using inslrument,

v DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 12/12/2013 @ 12:54
Wi coMpuTER W} DETECTOR
i PROGRAM . W FILTERS
HEATERS SAMPLE CHAMBER +49°C W QUARTZ STANDARD
[v] FLOW DETECTOR ] CALIBRATION
W] PUMP HIGH SPEED M PRINTER

/] INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER _ Guth Laborateries LOT# ___ 13060 EXP. DATE __ 020412015 _
V] SIMULATOR TEMP (34°C £ 0.2°C) ____*3400°C g atom SN _ DR5382  Exp DATE __ 12/10/2014

i} CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tesls using a standard selution. All threa losts must be within 25% of the standard value and mus! have a spraad of .005 or
less. Mark the box corresponding Lo the standard solution being used. (PRINTOUT ATTACHED)

£]0.100% STANDARD - MUST READ BETWEEN 0.095% AND 0.105% INCLUSIVE
[]0.080% STANDARD - MUST READ BETWEEN 0.076% AND 0,084% INCLUSIVE
/] 0.040% STANDARD - MUST READ BETWEEN 0.036% AND 0.047% INCLUSIVE

TEST 1w 040 TEST2 = 040 TEST 3w 040

PERFOAM R.F.L TEST ‘(F'RINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT: - |
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 |{0-04) 0 {.05-.09) 0 {.10-,14} 0 {15-.19) 0 OVER .19 0

LISTANY HEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TQ OPERATE SATIFACTGRILY AND WITHIN ESTABLSHED LTS
{USE OTHER SIDE IF KECESSARYL .

Replaced breath tube. Replaced printer driver PC board. Cleaned printer mechanism'’s plach rolier & capstan, as well as lubricated printer head worm gear, i
Tightened loose VAPOR IN simulator port on rear chassis and replacad cracked o-ring. Replaced printer ribkon.

INSPECTING . OFFICER -~
SIGNATURE
]

%@6\&@’-@%
FYPE U PEAMIT NumWﬁmr
2301

PRIT FULL HAME
Dewayne D. Carver

) - TELEPHONE NUMBER
05/28/2015 . (B73) 751-4722

RETURN COMPLETED REPORT TO THE: Breath Alcohol Program, MO Depariment of Heallh and Senior Services, Southeas! District Office !
: 2875 James Bivd.
Poplar Bluff, MO 63301
M0 580-1458 (2.04j AN EQUAL CPPONTUN TY/AFRAMATIVE AGTIGH CAPLOYER, LAR-116

sacveas pravided o & hgdasrinatay basls



> GUTH LABORATOR!ES INC.

B30 HORTH §7th STREET @ HARRIABURG, PA 17411~ 4611 ® TELEPHONE: 747-584-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13060 of
Alcohol Reference Solution for Simulator were analyzed by
gas  chromatography on February 7, 2013, using a Perkin Elmer Gas
Chromatograph Autosystem XL S/N: 610N9030209, and found to contain
0.0482% (w/vol) ethyl alcohol. The expiration date for this lot
number is February 4,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- ,2°C, this soiution will give a breath alcohol
analysis instrument reading of 0.040 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

—

Ted L. Pauley, Presidént
GUTH LABORATORIES, INC.

NIST Traceability:
Testing was conducted using Cerifliant Reference Staﬁdard fot number FNI20110-04 whose

values are traceable to NIST,
All balances are calibrated annually by an outside agency using NIST traceable weights.

Calibration verification is done prior to each use utilizing NIST traceable weights.
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FACE THIS SIDE DOWN - THIS EDGE IN FIRSTi FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster BAC DataMaster
Evidence Ticket | Evidence Ticket
|
MISSOLRY STATE MISHUAY PRTROL | MISSOURT STATE HIGHWAY PATROL
BAC DATAMASTER SERIAL MUMEER SSaama PAC DATAMAZTER SERIAL MUMEER 9S0mm3
. 13;12;13 T : 13#13.{13
TESTIHG OFFICER: | ; RRREST TIME: @0: o6
CARVER/TEWRYHESD i SUBJECT HAME:
OFFICER 1.D.: Cdf | f #
PERMIT MUMEER: 23¢ini o IE: B1.-6181 sEar i
EXPIRATION DRTE: 65-03-15 i STRTE/DLL.: ®&sd
MISCELLAMEOUS DRTA: ’ ARRESTING OFFICER:
.a;g VAROR ASCURACY CHECK EF?ITEF DLt
BUTH LABS LOT 13860 EMP 2/4/9815 . FFICER 1.1L: ¥
erasent ; TESTING DFFICER:
-—— TUPERVISOR MODE ~— I CARVER-DEMFIYHE/D
S ’ OFFICER 1.L.: C4i
HLANE TEST SN2 12157 . PERMIT MUMEER: 228141
INTERHAL ETENDARD YERIFIED  1p:57 EXPIRATION DATE: 835-.23/1%
EXTERMAL STAHDARD .~ .@dm - {=:58 MISCELLAHEOUS DATA:
BLAMK TEST B3 12153 RFI TEST
EXTERMAL STANIARD G453 12159 N
ELAME TEST ' , BES 13160 : ~-— BREATH AMALYZIE —--
. EATERMAL ZTAMIARD L B4 R E:T1: - N D ‘ - o
© BLRMK TEST . BES 13101 C 7 BLAMK TEET  EGE 13:83
< IMTERHAL STAMDART YERIFIED 13483
H=3 TUBJECT SAMPLE EG 1383
S, = .1 : RADID INTERFERENCE
YE, = .04 : .
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